Maximization of RF Lesion Dimensions

Baseline Impedance Optimization to 100-120Q

2 surface patches on flank + scapula (+ sternal patch as needed)

Step 1

Step 7, Contact Force Optimization to 5-20gr

RF Ablation Settings

Ste p 3 * Power: 50W (Almp,, < 10Q and Aimp,,, <20Q )
* Duration 120 sec

Step 4= Switch to Low lonic Irrigation Solution

Step 51 Sequential Unipolar Ablation (if applicable)

Step %) | Bipolar Ablation (investigational therapy)




